An on-line solid phase extraction coupled with ultra-high performance liquid chromatography in tandem with mass spectrometry (SPE-UHPLC-MS/MS) method for the determination of fourteen hormones (four oestrogens, three androgens, four progestogens and three corticosteroids) in waste water samples has been developed. All of the parameters involved in the on-line extraction process have been optimized: type of cartridge, sample volume, loading solvent, solvent of the wash step and the pH of the sample.
Introduction
In recent years, endocrine disrupting compounds (EDCs) have garnered increasing attention from the international community. Changes in aquatic biota, such as hermaphroditism, feminization, inhibition of locomotion and aggressive behaviour or changes in fertility or vitellogenin, are produced by these types of emerging pollutants, which have been discussed in several studies. [1] [2] [3] [4] Among the EDCs, we can consider steroid hormones as a wide group that can be divided into four subgroups: oestrogens, androgens, progestogens and corticosteroids. Oestrogens, such as 17b-estradiol (E2), estrone (E1) and oestriol (E3), are female hormones that are essential to the menstrual cycle of women. Natural and synthetic oestrogens are used in both human and veterinary medicine with the main medical application being birth control. The most used synthetic oestrogen for birth control is 17a-ethinyloestradiol (EE). Progestogens, also called gestagens, are characterized by their basic 21-carbon skeleton and their main function is to maintain the pregnancy, although they are expressed in several phases of the menstrual cycle. Consequently, progestogens are also used as hormonal contraceptives that can be combined with oestrogens. In the last decade, the consumption of oestrogens, with and without combination with progestogens, has greatly increased. In fact, currently, 100 million women are active users of combined hormonal contraceptives worldwide. 5 Alternatively, androgens are frequently used by some sportsmen to increase their strength, mass and muscular size. Nevertheless, the doses are higher than the doses used in hormone replacement therapies; in consequence, serious side effects can appear, such as testicular atrophy, sterility, gynecomastia in males and ovulation inhibition, hirsutism, alopecia and acne in females. 6 Finally, corticosteroids are synthesized in the adrenal cortex of vertebrates and are involved in many physiological processes. Corticosteroids are divided into mineralocorticoids and glucocorticoids and these substances can be articially synthesized for therapeutic applications due to their anti-inammatory properties and immunosuppressive effects on metabolism. Corticosteroids are illegal in the EU for fattening purposes as legislated in the 96/22/EC directive. 7 A signicant quantity of consumed hormones exit organisms through excretions. 8, 9 For this reason, most publications agree that waste water treatment plants (WWTPs) are the principal sources of EDC release into the environment. 10 The presence of hormone compounds in the effluents of WWTPs is due to their incomplete degradation by treatment processes, which produces an alarming contamination in aquatic environments. [11] [12] [13] The compound concentrations found in the environment are in the range of ng L À1 12,14,15 because of the low doses of these drugs, their catabolism by humans and most of them degrade in WWTPs.
Because of the low concentration of steroid hormones in the environment, it is necessary to develop sensitive methods for extraction, preconcentration and identication of hormones in water samples. Solid phase extraction (SPE) is a widespread method of extraction used to isolate and preconcentrate emerging pollutants from aqueous matrices. [16] [17] [18] Some authors have reported extraction of oestrogens, androgens, progestogens and corticosteroids from WWTP samples using this method in the last decade. [18] [19] [20] [21] The separation and identication techniques used more oen in recent years have been liquid chromatography with mass spectrometry detection (LC-MS) 22 and liquid chromatography in tandem with mass spectrometry detection (LC-MS/MS). 19, 20, 23, 24 These techniques allow the identication of hormones without a derivatization step, which is needed when using GC-MS. [25] [26] [27] On-line SPE methods have been developed in recent years and present advantages over off-line SPE methods, such as lower sample handling and analysis time. On-line SPE coupled to HPLC-MS/MS and UHPLC-MS/MS provides a highly sensitive and specic method for steroid hormone detection in water samples. 20, 24, 28 In this study, an on-line SPE process coupled with liquid chromatography in tandem with mass spectrometry detection system has been developed for the determination of fourteen steroid hormones belonging to four subgroups ( Table 1 ). All of the conditions involved in the extraction, separation and iden-tication processes have been optimized using the effluent from a tertiary treatment used at a waste water treatment plant (WWTP1). The developed method has been applied to study effluent samples from three WWTPs (WWTP2, WWTP3 and WWTP4) located in Gran Canaria Island (Spain) which use different water treatments. WWTP2 uses a membrane bioreactor for biological treatment and WWTP3 and WWTP4 use the traditional activated sludge treatment.
Materials and methods

Reagents
All of the hormone compounds were purchased from Sigma-Aldrich (Madrid, Spain containing 1000 mg L À1 of each analyte were prepared by dissolving the compound in methanol and stored in glass-stoppered bottles at À20 C prior to use. Working aqueous standard solutions were prepared daily. Ultrapure water used in the online SPE process was obtained by using a Milli-Q system (Millipore, Bedford, MA, USA). HPLC-grade methanol, LC-MS methanol, LC-MS water, HPLC-grade n-hexane and HPLC-grade acetone, as well as ammonia, ammonium acetate and acetic acid used to adjust the pH of the mobile phases, were obtained from Panreac Química (Barcelona, Spain).
Sample collection
Water samples were collected from the effluents of four waste water treatment plants located in Gran Canaria in May of 2014 and January of 2015. WWTP1 samples were from the effluent of the tertiary process and were used to optimize the on-line SPE method. WWTP2 has a population equivalent of 7000 and uses a membrane bioreactor treatment system. WWTP3 and WWTP4 treat the water from big urban areas of Gran Canaria (population equivalents of 60 000 and 130 000, respectively) and use an activated sludge treatment. The samples were collected in 2 L amber glass bottles that were rinsed beforehand with methanol and ultrapure water. Samples were acidied to inhibit microbial activity and puried through ltration with breglass lters and then with 0.22 mm membrane lters (Millipore, Ireland). The samples were stored in the dark at 4 C and they were analyzed within 48 hours.
On-line SPE-UHPLC system
The on-line SPE-UHPLC-MS/MS system used was obtained from Waters (Waters Chromatography, Barcelona, Spain). This system consisted of a binary solvent manager (BSM) pump for the chromatographic separation, a quaternary solvent manager (QSM) pump to perform the extraction process, an autosampler capable of injecting volumes up to 5000 mL per injection, a column manager and a triple quadrupole detector (TQD). Solid phase extraction was performed using OASIS HLB (2.1 Â 30 mm, 20 mm) and XBridge C 18 (2.1 Â 30 mm, 10 mm) SPE columns (Waters Chromatography, Barcelona, Spain) followed by elution of the analytes with the chromatographic mobile phase and nally, separation was achieved in the analytical column placed in the column manager. A scheme of the on-line SPE process is shown in Fig. 1 . First, the autosampler injects a volume of up to 5000 mL into valve 2 and the sample is placed in the loop (Fig. 1a ). Next is the loading phase (solvent A of the QSM) where the sample is loaded into the SPE column 1. Aer loading, solvents B and C of the QSM perform the wash step to eliminate interferents in the sample (Fig. 1b ). Aer the wash step, a change in the valves allows for column 2 to be strongly washed with a mixture of organic solvents (solvent D of the QSM) while SPE column 1 is eluted with the chromatographic mobile phase of the binary solvent manager (BSM) ( Fig. 1c ). Aer the strong wash and during the chromatographic separation, SPE column 2 is conditioned and equilibrated with the load phase (solvent A of the QSM) to prepare it for the next extraction.
In this system the solvent pumps have different purposes. The quaternary solvent manager (QSM) is used to load the sample into the SPE column, a weak wash of the SPE column to eliminate interferents and to strongly wash the SPE columns to eliminate any analyte retention. The binary solvent manager serves for elution of the analytes to the separation column and chromatographic analyses. analysis was performed in gradient mode at a ow rate of 0.3 mL min À1 . Table 2 shows the gradient used for both the BSM and QSM. 2.4.2. Mass spectrometry conditions. The detection and identication of hormones have been developed using an ACQUITY triple quadrupole (TQD) mass spectrometer with an electrospray ionisation (ESI) interface (Waters Chromatography, Barcelona, Spain). All components were controlled using the MassLynx Mass Spectrometry Soware. Electrospray ionisation parameters were as follows: the capillary voltage was 3.5 kV in positive mode and À2.5 kV in negative mode, the source temperature was 150 C, the desolvation temperature was 500 C, and the desolvation gas ow rate was 1000 L h À1 . Nitrogen was used as the desolvation gas and argon was used as the collision-induced dissociation gas at a ow rate of 0.15 mL min À1 . The extractor and RF lens voltages were 3 V and 0.5 V, respectively, in both ionization modes.
The detailed MS/MS detection parameters for each hormone compound are presented in Table 3 and the multiple reaction monitoring (MRM) parameters were optimised by the direct injection of a 1 mg L À1 standard solution of each analyte into the detector at a ow rate of 10 mL min À1 . solvents were tested to achieve higher recoveries and minimize background noise generated by the sample with OASIS HLB and XBridge C 18 SPE columns. To optimize these variables, effluent samples from the tertiary treatment of WWTP1 with a hormone concentration of 500 ng L À1 were used.
Results and discussion
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Sample volume and loading solvent.
The on-line SPE system allows injection sample volumes up to 5 mL in a cycle or several cycles. In our case, we have chosen only one injection cycle because the injection time is 4 minutes as several injection cycles of sample increases the total analysis time. For this For both SPE columns tested, maximum recoveries of most compounds were found when the sample volume is between 2 and 3 mL while volumes of 4 and 5 mL showed a signicant decrease in recoveries, which may be due to the same sample producing a partial elution of the analytes. For the load phase, the pH between 3.4 and 5.6 showed better recoveries for OASIS HLB SPE columns while, XBridge C 18 showed maximum recoveries at pH ¼ 10.4.
3.1.3. Sample wash step. This step is very important because it allows for the elimination of interferents in the sample, thereby providing better signal to noise (S/N) ratios. With the on-line SPE system, several combinations and proportions of aqueous and organic solvents can be used in the wash step, automatically, without manipulation by the analyst. We have studied ve different proportions of aqueous : organic solvents (100 : 0, 90 : 10, 80 : 20, 70 : 30 and 60 : 40) specically methanol and water, with and without 0.1% of NH 3 . Percentages greater than 40% of methanol have not been tested to avoid a co-elution of the analytes under study.
For XBridge C 18 SPE columns, the wash step was eliminated because it caused the elution of the analytes retained in the column. For this reason, the ow rate of the wash step was reduced to the minimum that the UHPLC-MS/MS system allows for (0.01 mL min À1 ).
For OASIS HLB SPE columns the use of a wash step without NH 3 produced higher recoveries and better S/N ratios for most compounds than the wash step with NH 3 . An acid wash step has not been tested because it produced the elution of the analytes. Regarding the mixture composition of the wash step, the best results were obtained without adding methanol because the presence of an organic solvent results in deformation of the peaks for most compounds. Fig. 2 shows the peak of nandrolone as an example of this deformation and loss of the S/N ratio at different proportions of aqueous : organic solvents used in the wash step.
3.1.4. pH of the sample. The pH of the sample is an important parameter because it denes the ionised form of the analytes according to their pK a s. We have tested the acidic pH (pH ¼ 3.5), using acetic acid, the pH of the waste water sample, that was about pH ¼ 5.7 and the basic pH (pH ¼ 10.4) using sodium hydroxide. The results show that the recoveries of several compounds, such as diethylstilbestrol, boldenone and nandrolone were low at pH ¼ 3.5, whereas only two compounds (prednisone and cortisone) had a maximum recovery at this pH using the OASIS HLB SPE column. In contrast, using samples at basic or neutral pH, better recoveries were obtained for most compounds with both types of SPE columns. There were no signicant differences between pH ¼ 5.7 and pH ¼ 10.4, but at basic sample pH the recoveries were slightly higher for ten of the fourteen compounds under study. Using the sample at pH ¼ 10.4, the recoveries were, in all cases, over 63.5% for OASIS HLB SPE columns.
3.1.5. Desorption step. Desorption of the analytes from the SPE column was performed using water with 0.1% of NH 3 and methanol, which is the same mobile phase used for chromatographic separation. This desorption step was performed in gradient mode as with the chromatographic separation in the analytical column. Notably, if the analytes can be eluted from the UHLPC column using the solvents in gradient mode, they will be eluted completely from the SPE column, because the retention capabilities are either similar or lower than the retention capabilities of the analytical columns. The use of a gradient mode to elute the analytes is not possible with conventional off-line extraction using SPE cartridges in a manifold. For these reasons, the desorption step in on-line SPE uses smaller volumes of organic solvent and shorter times of extraction, achieving better signal to noise ratios and therefore, lower limits of detection.
Once all the parameters were optimised, we selected the OASIS HLB SPE column, because with this SPE column, the recoveries were higher (over 60% for most compounds) than the recoveries obtained with XBridge C 18 columns (between 9 and 57%).
Analytical parameters and quality control
Linearity, recovery, repeatability, limits of detection and limits of quantication were evaluated for each waste water sample (Table 4 ) using OASIS HLB SPE columns under the optimum extraction conditions. External calibration curves were prepared from 0.5 to 400 mg L À1 of each compound. Moreover, three surrogate standards (estrone D2, testosterone D3 and progesterone D9), at a xed concentration of 200 mg L À1 , were added to each calibration level. The linearity was calculated using the relationship between areas and concentrations of compounds and surrogates with excellent correlation coefficients (r 2 ) higher than 0.990.
The repeatability and recoveries were studied intra-day using six samples of contaminated waste water with hormones at low and high concentration levels (100 and 500 ng L À1 ). These analytical parameters have been studied in samples from the effluent of the tertiary treatment of WWTP1 and in samples from WWTP2, WWTP3 and WWTP4 effluents.
The recoveries calculated are a combination of extraction recoveries and matrix effects on the analytes in the detector due to the impossibility of separating the extraction and identication processes. For most compounds, the recoveries ranged from 50 to 90%, except prednisolone and megestrol acetate that showed recoveries between 120 and 150%, produced by an enhancement of signal from matrix effects. Only diethylstilbestrol and norgestrel presented recoveries below 40%. The waters of WWTP3 and WWTP4 come from a big population and undergo a traditional water treatment, and the recoveries of this waste water were worse than the recoveries of the samples of the other two WWTPs, which work with a membrane bioreactor technology and have a tertiary process to purify the waste water.
The relative standard deviations were satisfactory and similar for most compounds in all samples. At a concentration of 100 ng L À1 the RSD was slightly to moderately higher than that at a concentration of 500 ng L À1 . In all cases, the RSDs were lower than 18%.
The limit of detection (LOD) and the limit of quantication (LOQ) for each compound were calculated from the signal to noise ratio of each individual peak. The LOD was dened as the lowest concentration that gave a signal to noise ratio that was greater than 3. The LOQ was dened as the lowest concentration that gave a signal to noise ratio that was greater than 10. The LODs and LOQs ranged from 0.5 to 13.2 ng L À1 and from 1.66 to 44 ng L À1 , respectively. These limits are similar to other studies that used off-line SPE with large sample volumes. 19, 30, 31 Finally, the method shows a good selectivity as can be seen in Fig. 3 . This gure shows the chromatograms of a standard, a non-spiked and a spiked sample.
Analysis of selected compounds in waste water samples
The on-line SPE-UHPLC-MS/MS developed method was applied for the detection of target analytes in different waste water samples from WWTPs on the island of Gran Canaria (Spain) to check the efficiency of this method. The samples were collected from the effluent of the tertiary treatment of one WWTP and from effluent of three waste water treatment plants that use a membrane bioreactor and activated sludge as treatments. The samples were collected in May of 2014 and January of 2015. To evaluate the matrix effect, three surrogate standards (estrone D2, testosterone D3 and progesterone D9) were added before the extraction process. They could not be added aer the on-line extraction due to the conguration of the UHPLC-MS/MS system. To quantify the concentrations of the compounds, the ratios between the peak area of the quantication ions and the peak area of the surrogate standards were used. Fig. 4a and b show the chromatograms of the compounds found in the effluent samples from WWTP3 and WWTP4.
In the effluent of WWTP3, only estrone at a concentration below the quantication limit and testosterone at a concentration of about 50 ng L À1 were detected. In the effluent sample of WWTP4 four steroid hormones were detected. Progesterone and boldenone were detected at concentrations below 5.6 ng L À1 , while estrone and testosterone concentrations ranged from 12.6 to 14 ng L À1 . The concentrations of each compound found are shown in Table 5 .
In the effluent samples from WWTP2, any compound under study that was not detected can be interpreted as a removal of the hormone by the treatment used at WWTP. Several authors have stated this removal in different waste water treatment plants all over the world. 13, 15, 21, 32 Table 6 summarizes the studied compounds, sample volume, analysis time and recoveries obtained in other on-line SPE methods used for the determination of steroid hormones in waste water samples. The whole analysis (extraction and determination) usually takes between 10 and 20 minutes as in the method developed in this paper. However, the studies of some authors, Guo et al. 18 and Wang et al., 33 present analysis time up to 45 minutes. Another important parameter is the sample volume. In this article, 2 mL of waste water are analyzed, which is a similar volume to that used in other studies by Viglino et al., 32 Cio et al. 20 and Salvador et al. 34 These volumes minimize the analysis time as can be seen in Table 6 . The recoveries obtained in this article are in the range of the recoveries obtained by other authors. Nevertheless, the main drawback of other on-line SPE methods is the type of steroid hormone that they determine. Cio 18, 28, 32 have optimized their methods for estrogens and progestogens or androgens. The online SPE method developed in this paper is suitable for estrogens, androgens, progestogens and glucocorticoids. In addition, for the glucocorticoids, this is the rst on-line SPE method for their determination, because they have been usually extracted from environmental samples using offline procedures.
Conclusions
A selective, sensitive and appropriate on-line SPE-UHLPC-MS/ MS method for the determination of hormones in waste water samples at low ng L À1 concentrations was developed. All of the parameters involved in the extraction step, such as the sorbent type, sample volume, loading solvent, wash solvent and pH of the sample, have been optimized to achieve maximum recoveries. The developed method performs a whole process of extraction, identication and determination of four types of steroid hormones in 15 minutes, is fully automated, and requires only 2 mL of water sample; the parallel work with the samples increases efficiency.
The developed method offers low limits of detection and quantication (LODs and LOQs ranging from 0.5 to 13.2 ng L À1 and from 1.7 to 44 ng L À1 , respectively) and high selectivity, which are important in the analysis of these emerging pollutants in environmental and complex matrices. The recoveries have been satisfactory, ranging between 50 and 90% for most compounds in effluent samples, and all of them with RSDs lower than 15% in most cases.
The application of this method to real samples has been satisfactory and four hormones (one oestrogen, two androgens and one progestogen) have been determined in effluent samples with concentrations ranging from 3 to 52 ng L À1 . No hormones were detected in the effluent sample of the waste water treatment plant that uses membrane bioreactor technology.
